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SUMMARY

The objective of the Space Acceleration Measurement System (SAMS) is to measure and

record the microgravity environment for a given experiment aboard the Space Shuttle. To

accomplish this, SAMS uses remote triaxial sensor heads (TSH) that can be mounted directly on

or near an experiment. The SAMS project is briefly described as a background for the error

budget analysis of the TSH; then the TSH is discussed in more detail with an emphasis on its

electrical components. The calibration of the TSH is discussed and the calibration equipment is
described. Each TSH will be calibrated before and after flight, and an interpolated model of the
two calibration runs will be used as the actual model for the SAMS TSH. The two error sources

are discussed both qualitatively and quantitatively, leading to how they were combined to deter-

mine the accuracy of the SAMS TSH. The associated error budget for the calibration procedure

is discussed..

INTRODUCTION

The Space Acceleration Measurement System (SAMS) has been developed by the NASA
Lewis Research Center in support of NASA Headquarters' Microgravity Science and Applica-

tions Division program. The primary objective of the SAMS project is to provide an accelera-

tion measurement and recording system that can Serve a wide variety of space experiments. The

system design takes into consideration requirements for in-space microgravity science and

technology experiments that are located in the Space Shuttle middeck, in the cargo bay, or in

the Spacelab module. _ _ , :. • ._

The main components of SAMS are the remote triaxial sensor heads (TSH) and a main unit
that includes a microprocessor-based data acquisition system called the electrical box and an

optical storage device that uses optical disks. (Figure 1 shows SAMS in the middeck configura-

tion.) The TSH's use Sundstrand QA2000 accelerometers. These pendulous inertial accelerome-

ters employ a _quartz-flexure-suspended proof mass that produces an output current which is
proportional to the applied acceleration and independent of the output load. These low-level



signalsareamplifiedand filtered by electronics that are located within the TSH. The analog

signals are transmitted to the SAMS main unit through sensor head cables that can be as long

as 6.1 m (20 ft). In the main unit the signals are further filtered and converted to digital

signals, temporarily stored in random-access memory (RAM), and finally transferred to optical
disk memory by using optical disk drives.

The SAMS unit begins recording data early in a typical microgravity science mission. Data

are recorded continuously throughout the mission until on-orbit science operations are complete.

The principal investigators for various space experiments require the time history of the magni-
tude and frequency of the acceleration environment to which the experiment was exposed. The

goals for SAMS are to measure the acceleration magnitude from 1 #g to 0.5 g and the frequency
from 0 to 100 Hz.

This report describes the SAMS TSH with Sundstrand QA2000 accelerometers, the errors

associated with it, and its overall error budget. The two error sources, measurement system

errors and errors inherent to the Sundstrand QA2000 accelerometers, are discussed both qualita-
tively and quantitatively and then Combined by using the root-sum-of-squares method. The

resulting single error source is used for the SAMS TSH and its associated data. Calibration data

for SAMS Unit-A (the SLS-1 mission) are included and explained in the section _Applying TSH
Calibration Models to Acceleration Data. _

DESCRIPTION OF TRIAXIAL SENSOR HEAD

Mechanical Description

A SAMS triaxial sensor head is shown assembled and disassembled in figure 2. _Each SAMS
TSH contains three Sundstrand QA2000-030 accelerometers, one for each orthogonal axis.

Accompanying each accelerometer is a preamplifier card (fig. 3) that contains some signal-
conditioning circuitry. Each accelerometer has an associated printed circuit interconnect board

with terminals soldered to its pins. The terminals on this board serve as the connection points

for the wires from the preamplifier cards. The TSH structure is constructed from two pieces of

milled 6061-T6511 aluminum: an angle bracket base and a cover. Both pieces are protective

treated with Iridite 14-2 per MIL-C-5541C Class 3 and MIL-C-81706 Class 3, Form II Method

_B" or "C." The base is flat to 0.002-in. total indicator reading and each axis is orthogonal to

within 182 #rad. The TSH weighs approximately 1.12 kg (2.48 lb) and its volume is 11.91 by

10.16 by 6.99 cm (4.69 by 4.00 by 2.75 in.). The accelerometers are mounted to the TSH by

means of an adapter ring that is fabricated from 304 stainless steel.

Electrical Description

All electrical interfaces to the TSH are through the sensor head cable, which consists of

24 American wire gauge shielded wires. The power for a TSH comes from a +15-V dc/dc con-
verter located in the main unit.

The preamplifier cards (schematic shown in fig. 4) can be configured for one of six different
low-pass frequencies: 2.5, 5, 10, 25, 50, or 100 Hz. Capacitor C1 is used to roll off the output of

each accelerometer at one of the predetermined frequencies. The acceleration output current

from each accelerometer, called the scale factor, is converted to a voltage through R1, a 7.5-kfl



resistor (0.1-percent tolerance). This resistor is sized so that the scale factor is +10 V/g. This
voltage is the input into the programmable-gain operational amplifier. It can be programmed

for gains of 1, 10, 100, or 1000. The gain is co__.ntrolled by the main unit microprocessor, which
sends a three-bit word to pins A0, A1, and WR. The truth table (table I) is used to determine

the gain of the programmable-gain operational amplifier. At a gain of 1 the scale factor is

+5V : 4-0.5 g, at a gain of 10 the scale factor becomes +5 V : +0.05 g, at a gain of 100 the

scale factor becomes -t-5 V : +0.005 g, and at a gain of 1000 the scale factor becomes

+5 V : +0.0005 g. The temperature current signal from the accelerometer is converted to a

voltage through R5, a 10-kfl resistor (1.0-percent tolerance). The temperature of each acceler-
ometer is used during the data reduction process, which is discussed in the section _Applying

TSH Calibration Models to Acceleration Data." The last item on the preamplifier board is relay

K1. When activated, it disconnects the accelerometer from the circuit and shorts the input to

the operational amplifier, thus allowing the dc offset of the system to be measured.

CALIBRATION OF THE SAMS TSH's

Pre- and postflight calibrations will be performed on each SAMS TSH by Sundstrand Data

Control, Inc. The calibration procedure is completely automated with the exception of the
installation of the TSH into and removal from the test station. The calibration hardware at

Sundstrand is shown in figure 5. From the data obtained during these calibrations the fourth-

order polynomial coefficients for axis misalignment angles versus temperature, scale factor versus

temperature, and bias versus temperature are determined.

During each SAMS flight data will be recorded from the TSH's and stored as raw data. The

models (interpolated from the pre- and postflight calibrations) will be applied to the data during

postflight data reduction.

The following equipment is used by Sundstrand Data Control, Inc., to calibrate the TSH's:

(1) A precision biaxial station with temperature control capability, namely a Contraves-

Goerz Corp. Model 57CD/30H two-axis index table system with a Model 30H-MPACS control

system. It can produce a temperature environment of -55 to 95 °C with an accuracy of
+0.05 deg C and a drift of not more than +0.5 deg C/min. It also consists of a dividing head

that can measure and position to 1-arc-sec accuracy about its rotation axis.

(2) A data acquisition system capable of measuring ±1 /_V with a full-scale accuracy of

0.001 percent, namely a Fluke 8505A DMM or a Solartron Model 7801.

The axes definitions of the triaxial sensor heads are shown in figure 2(a). The X,Y,Z axes

form a right-handed coordinate system with Y and Z being nominally parallel to the TSH

mounting surface. The calibration of the TSH will determine the exact orientation of the X,Y,Z

coordinate system relative to the TSH mounting surface. The misalignment angles are specified

as orthogonal components that are projected on the planes of the reference axes. Positive polar-

ity corresponds to a shift toward the positive axis. Acceleration in the positive direction yields a

positive output, giving a positive scale factor.

Data are obtained by taking measurements at 13 temperature settings over the operating

range of the Sundstrand QA2000 accelerometers (see fig. 6). A thermal hysteresis curve exists
for each accelerometer. During the calibration procedure hysteresis is compensated for by
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reducing the temperature to -55 °C and allowing the TSH to stabilize at that temperature,

thus establishing where the accelerometers are with respect to the hysteresis curves. From this

point the TSH is thermally cycled at the 13 temperatures shown in figure 6. While at each

temperature the TSH is rotated about two angles, 01 and 02, on the dividing head (see fig. 7

for angle definitions). The TSH is mounted to the dividing head so that the following axis

definitions are true: XTS H _ P, YTSH _ Q, and ZTS H _ R.

Table II shows the angle positions at which the measurements are taken and which axis is

recorded at each position. From these readings the models are developed for the axis misalign-

ments versus temperature, the scale factor (at a gain of 1) versus temperature, and the bias

versus temperature.

The high-gain models for the scale factor versus temperature are determined by using the

following algorithm: Angles are calculated that will allow the gain of each axis to be increased

from 1 to 10, 100, and 1000, respectively, without saturating the output of the TSH. The con-

trol system locates the dividing head to each of these anglesl and the gain is adjusted appropri-

ately. Measurements are taken at each angle and the scale-factor-versus-temperature models are

developed for gains of 10, 100, and 1000. This procedure is repeated for each of the 13 tempera-

ture test points.

DESCRIPTION OF ERRORS

Before the errors are described, an important point should be made.

throughout th_s document are 3a numbers.

All of the error values

Two error sources affect the accuracy of the TSH. They are the errors introduced by the

measurement system during the calibration procedure and the errors inherent to the Sundstrand

QA2000 accelerometers. These error sources are further broken down as shown in figure 8. The

errors inherent to the QA2000 accelerometers are categorized into scale factor, bias, and mis-

alignment errors. The scale factor is the current output produced by the accelerometer, which is

proportional to the input acceleration, the bias is the output of the accelerometer with zero

acceleration input, and the angle misalignment is the amount each axis is misaligned with

respect to the remaining two axes. The error magnitudes are worst-case numbers; Sundstrand

guarantees that no error magnitude will be greater than the quoted values. All three of these

errors change as a function of temperature. The measurement system errors consist of the uncer-

tainties of the data measured (temperature, voltage, and current), dividing head errors (includ-

ing leveling, nonrepeatability, nonorthogonality, and fixture warping due to temperature changes

during the calibration procedure), and system noise.

All of these specific errors are combined by using the root-sum-of-squares method into seven

distinct errors for each accelerometer axis (21 per TSH). Each TSH axis contains the following

errors: four scale-factor-versus-temperature errors (one at each gain setting), a bias-versus-

temperature error, and two axis-misalignment-versus-temperature errors. A fourth-order poly-

nomial model is then developed for each error to compensate for temperature changes that affect

the TSH performance. These models are in the form of coefficients as part of the calibration

data sheets (fig. 9) supplied by Sundstrand. For each axis of the TSH the seven models are as

follows: B0 to B4 for bias, CO to C4 for scale factor (gain = 1), DO to D4 and E0 to E4 for axis

misalignment angles, F0 to F4 for scale factor (gain = 10), GO to G4 for scale factor (gain

= 100), and H0 to H4 for scale factor (gain = 1000).



Theinherenterrorsof theSundstrandQA2000accelerometersdiscussedin this documentare
the error valuesafter the calibrationmodelshavebeenappliedto the data.

ERRORBUDGET FORSAMSTSH

Theerrorbudgetis given here for the Sundstrand QA2000 accelerometers only. Measure-

ment system errors do not originate from the TSH but instead originate from the equipment

used during the calibration procedure. Table III shows the measurement system errors, includ-

ing the error magnitude and where the error is applicable. Then the errors are combined by

using the root-sum-of-squares (RSS) method.

Absolute errors in input axis misalignment differ from the axis misalignment errors in

table III as follows: The axis misalignment errors in table III are due to warping of the TSH

over temperature, whereas the absolute errors in input axis misalignment are due to the non-
orthogonality of the dividing head, the inability to accurately level the dividing head, and the

fixture accuracy. The axis misalignment errors inherent to the Sundstrand QA2000 accelerome-

ters are also included in the absolute misalignment errors shown in table IV.

For a single accelerometer the misalignment angles are expressed in terms of hinge axis and

pendulous axis misalignment. When the accelerometers are configured in a TSH, the misalign-

ment angles are expressed with respect to each orthogonal axis of the TSH.

The errors inherent to the Sundstrand QA2000-030 accelerometers are given as scale factor
errors in table V and bias errors in table VI. All of the individual errors are combined by using

the RSS method.

The scale factor and bias stability terms are the magnitude of uncertainty at a given temper-

ature. Thus, at any given temperature the scale factor or bias of the QA2000 accelerometer is
known to within this amount.

RESULTS

The composite error budget for the SAMS triaxial sensor head consists of 21 fourth-order

polynomial models, one for each of the 21 different errors (seven for each TSH axis). Associated
with each TSH axis is the set of models for each error shown in table VII and models for two of

the six errors shown in table VIII. Which two errors are applicable to a particular axis from

table VIII is determined by the components of each orthogonal axis. These errors are a compos-

ite of errors inherent to the aecelerometers and errors resulting from the calibration procedure

measurement system. They are combined by using the RSS method.

The composite input axis misalignment errors combine errors from two sources: measure-

ment system errors and absolute errors in &,.. The total input axis misalignment errors can be

obtained by using the RSS method to combine the errors. The results are given m table VIII.

With the models applied to the data the accuracy of the TSH's is shown in table IX. The

accuracy values in table IX are a result of both scale factor and bias errors. The scale factor

errors are given as percentage errors of the measured acceleration value, and the bias errors are
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in the form of microgravities. Note that all of the accuracy values given in table IX are known

to within the RSS values of angle misalignments shown in table VIII.

At a gain of 1 the 0.03-percent scale factor error (150 #g) is the major contributor to the

total full-scale error. At gains of 10, 100, and 1000 the major error contribution is a result of

the +98.6-#g bias error. At a gain of 10 the 0.03-percent maximum scale factor error at full

scale is 15 #g, at a gain of 100 the 0.05-percent maximum scale factor error is 2.5 #g, and at a

gain of 1000 the 0.42-percent maximum scale factor error is 2.1 #g.

APPLYING TSH CALIBRATION MODELS TO ACCELERATION DATA

The postmission calibration data sheets for one of the SLS-1 mission TSH's are included

here (fig. 9) as an example of the models that Sundstrand supplies as a result of the calibration
procedure. The data from the 13 temperature cycles are included as part of the calibration data

package from Sundstrand but are not discussed here. For each TSH axis fourth-order polynomi-

als are given for bias (B0 to B4), scale factor (CO to C4), and axis misalignments (DO to D4 and

E0 to E4) versus temperature. Then the high-gain scale factor models versus temperature are
given (F0 to F4 for a gain of 10, GO to G4 for a gain of 100, and H0 to H4 for a gain of 1000).

The following method, including the application of the fourth-order polynomial models, is
used to characterize the acceleration environment to the accuracy described in table IX for each
TSH axis:

(1) Prior to recording data SAMS obtains a dc offset value of each acceleration channel by
activating the relays in the TSH and measuring the voltage. SAMS stores this value and during

data compensation subtracts it from each data point.

(2) Binary data, temperature (COUNTSTEMP) and acceleration (COUNTSAcCEL) , are
recorded by SAMS. The first step in postflight data processing is to convert from binary to

decimal. COUNTSTEMP results in a decimal number, called Tots, and is always positive.
COUNTSAccE L is in 2's complement format and results in a decimal number, called Acts, and
is in the range -32 767 to 32 768.

(3) In order to compensate for changes due to temperature, the recorded temperature from

the accelerometers is normalized to 20 °C. This normalized temperature factor A I is measured

in microamperes and is derived from the temperature counts Tcts by the following equation:

Tct s × 5 ]
-[

: : 10- J
- 293

(4) The accelerometer bias term (BIAS), in micro-g's, is calculated by using the UB" set of

coefficients along with the A I term as follows:



BiAS= BI( I)B2(AI) B3(AI)3÷B4(AI)4

(5) The gain setting for any particular acceleration data point is indicated in the SAMS

recorded data by a two-bit data word. This indicates whether the gain was 1, 10, 100, or 1000

for that data point. The scale factor term SFxx , in volts per g, is calculated by using the scale

factor coefficients that are appropriate for the gain setting, along with the A I term, as follows:

For gain = 1

• SFo0= Co+ CI(AI) ÷ C2(AI) 2 -4- C3(AI) 3 ÷ C4(AI) 4

For gain -- 10
SF01 = F 0 + FI(A I) + F2(AI) 2 + F3(AI) 3 ÷ F4(AI) 4

For gain -- 100

SF10 = G O ÷ GI(A I) ÷ G2(AI) 2 + G3(AI) 3 ÷ G4(AI) 4

For gain -- 1000

.., _ SFll = H 0 + HI(A I) ÷ H2(AI) 2 + Ha(At) a + H4(AI) 4

(6) The acceleration in milli-g's is calculated by using Acts, BIAS, and the appropriate scale
factor term as follows:

Acts × 104 ] BIAS
ACCELERATION = - --

216 × SFxx 103 .;

This acceleration value has two components of cross-axis acceleration from the two TSH perpen'
dicular axes. This is a result of the axis misalignment of the accelerometers and the axis shift

due to temperature change. The axis misalignment is measured in microradians and is calcu-
lated as follows:

DELTA** = D O + DI(AI) + D2(AI) 2 + D3(AI) 3 + D4(AI) 4

DELTA** = E 0 + EI(AI) + E2(AI) 2 + Ea(AI) 3 + E4(AI) 4

where DELTA** is the axis misalignment angle in the direction of one of the two perpendicu-
lar axes of the TSH.

(7) In order to obtain the true acceleration (Tx, Ty, or TZ) for each TSH axis, the axis
misalignment terms DELTA** shown in the preceding equations (simplified as either XY, XZ,

YX, YZ, ZX_ or ZY), must be applied to the ACCELERATION terms shown previously (sim-

plified as either AK, Ay, or AZ) to compensate for any cross-axis accelerations. The following
equations are used to obtain the true acceleration data for each TSH axis:

T x = Ax[cos(XY ) cos(XZ)] - Ay sin(XY) - A z sin(XZ)

Ty = Ay[cos(YX) cos(YZ)] - A X sin(YX) - A z sin(YZ)



Tz = Az[Cos(ZX ) cos(ZY)] - A x sin(ZX) - Ay sin(ZY)

Examining the data supplied by Sundstrand Data Control, Inc., shows that the misalignment

angles are small. Thus, by using the relationships

and
cos(small angle) = 1

sin(small angle) = small angle

the TSH true-axis acceleration can be calculated by using the following simplified equations:

T x = A x - (AyXY) - (AzXZ)

Ty = Ay - (AxYX) - (AzYZ)

T z = A z - (AxZX) - (AyZY)

These true axis acceleration data are supplied to anyone interested in the acceleration environ-
ment characterized by SAMS. A plot of uncompensated SAMS data from the SLS-1 mlssx6n is

shown in figure 10(a). All of the applicable models discussed herein were applied to the data,

and the result is shown in figure 10(b).

CONCLUDING REMARKS

A brief description of the SAMS project was given as a background for the error budget

analysis of the TSH. Next the TSH was discussed in more detail with an emphasis on the TSH
electrical components. Then the calibration of the TSH was discussed, and the calibration

equipmentwasdescribed. Each TSH will be calibrated before and after flight, and an interpo-
lated model of the two calibration runs will be used as the actual model for the SAMS TSH.

The two error sources were discussed both qualitatively and quantitatively, leading to how they

were combined to determine the accuracy of the SAMS TSH.

APPENDIX A

SYMBOLS

Acts

AI

B0- B4

CO - C4

decimal acceleration data

normalized temperature factor

_bias model coefficients

scale factor coefficients at gain of 1

COUNTSAccE L binary acceleration =data

COUNTSTEMP binary temperature data

DELTA** axis misalignment angle

DO- D4 angle misalignment coefficients
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E0- E4

F0- F4

GO- G4

g

H0 - H4

SFxx

Tcts

TX, Ty, T z

#

01 , 0 2

ff

angle misalignment coefficients

scale factor coefficients at gain of 10

scale factor coefficients at gain of 100

normal acceleration due to Earth's gravity (9.81 m/s 2)

scale factor coefficients at gain of 1000

scale factor, XX denotes gain setting

decimal temperature data

true axis acceleration

axis misalignment angle

micro (10 -6 )

angle of rotation on dividing head

standard deviation

DMM

NASA

ppm

RAM

rms

RSS

SAMS

SLS-1

TSH

APPENDIX B

ACRONYMS

digital multimeter

National Aeronautics and Space Administration

parts per million

random-access memory

root mean square

root sum of squares

Space Acceleration Measurement System

first Space Life Science Mission

triaxial sensor head



TABLE L--TRUTH TABLE FOR

TSH PREAMPLIFIER CARD

A1 A0 Gain

1 X X Maintains previous gain

0 0 0 1

0 0 1 10

0 1 0 100

0 1 1 1000

TABLE II.--POSITIONS FOR DETER-

MINING AXIS MISALIGNMENT,

SCALE FACTOR (GAIN = 1),

AND BIAS MODELS

Position Dividing Measure

head angles,

deg

01 02 X Y Z

1 0 270 * * *

2 30 * *

3 60 * *

4 90 * * *

5 120 * *

6 150 * *

7 _ 180 * * *

8 210 * *

9 240 * *

10 270 * * *

lI 300 * *

12 330 ' * *

13 0 330 * *

14 300 * *

15 270 * * *

16 240 * *

17 210 * *

18 180 * * *

19 150 * *

20 120 * *

21 90 * * *

22 60 * *

23 30 * *

24 , 0 * * *

25 90 0 * * *

26 30 * *

27 60 * *

28 90 * * *

29 120 * *

30 i 150 * *

31 I 180 * * *

32 210 * *

33 240 * *

34 270 * * *

35 300 * *

36 ' 330 * *

lO



TABLE III.--MEASUREMENT SYSTEM ERRORS

Error source

Voltmeter bias

Voltmeter scaling

Sllp rings, connections, etc.

Sensor te/nperature

drift (compensated)

AD590 measurement

Mechanical and electrical

noise (filtered)

K 2, KIp c

Dividing bead 61 runout

Fixture warping

81 dividing head
nonrepeatability

Magnitude

8 _V

10 ppm

5 _V

1"C

0103 "C

3 #g

16 #g/g2

2 /zrad

5/zrad

2/_rad

Bias, Scale factor,L

#g ppm

G=I G = 10 G = 100 G = 1000

1 ..........

-- 10 10 10

1 1 1 1

2 3 7 7

1 3 10 10

1 < 1 42 420

4 2 2 2

RSS 5.0 11.2 44 420

10

1

7

I0

4200

2

4200

Input axis misalignment

nonrepeatability, b

i zrad

6Xy, 6yx, 5yz,

1 1 1

2 2 2

1 1 1

<1 <1 <1

<1 1 I

2 2 2

5 5 ....

6.2 6.2 3.6

pointsareaThe scale factor errors do not increase by a decade as the gain increases by a decade because at a gain of 1 more data

measured and the errors are averaged out.

bThese errors relate to changes in misalignment over temperature. The additional errors due to absolute alignment (zero-order

terms of the model) are given in table IV.

CTerms in the accelerometer equation.

TABLE IV.--ABSOLUTE AXIS MISALIGNMENT ERRORS IN 6jk

"'L

Error source Magnitude,

#rad

Nonorthogonality of 10

dividing head

Spirit level accuracy 50

Fixture accuracy 50

RSS

Input axis misalignment,

prad

6Xy,

6XZ

10

10

6yx, 6yz,

6zx 6_y

10 ---

.... 50

--- 50

I0 70.7

11



TABLE V.--SCALE FACTOR ERROR BUDGET

FOR SUNDSTRAND QA2000-030

ACCELEROMETERS

Error source

150 g shock + 5 g rms a

Scale factor thermal hysteresis

(0 to peak) b

Scale factor nominal instability=

Scale factor thermal coefficient

instabilityc

Scale factor model errord

Temperature error¢

Limit,

ppm

180

100

150

150

40

20

RSS scale factor stability 300

"Effect of a single exposure.

bWorst case, -55 to 95 "C.

CEnvironmental effectsacting over 1 year.

dResiduals from model.

=Effect of thermal driftduring temperature

test.

TABLE VI.--BIAS ERROR BUDGET

FOR SUNDSTRAND QA2000-030

ACCELEROMETERS

Error source Limit,

_g

150 g shock + 5 g rmst 50

Bias thermal hysteresis (0 to peak) b 50

Bias instability c 60

Bias thermal coefficient instability = 25
Bias model error d 20

Bias measurement error* 7

Temperature error f _ 5

RSS bias stability 98.5

"Effect of a single exposure.

bWorst case, --55 to 95 eC.

=Environmental effectsacting over l year.

dResiduals from model.

*Includes measurement error but not

temperature hysteresis.

reflect of thermal driftduring temperature

test.

TABLE VII.--RSS ERROR BUDGET FOR SCALE FACTOR

AND BIAS FOR SAMS TSH

[The RSS stabilityvalues are valid for 1 year.]

I I

Error source Bias,

ttg

Measurement system 5.0

(from table IIl)

Errors inherent to 98.5

QA2000-030 accelerometer

(from table VI)

RSS stability 98.6

Gain

1 l 10 J I00 [ I000

Scale factor,

ppm

11.2 44 420 4200

300 300 300 300

300.2 303 516 4210
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TABLE VIII.--ABSOLUTE .ERRORS IN 6jk

Error source

Measurement system

(from table Ill}

Absolute axis measurement

(from table IV)

Input axis measurement,

prad

¢_XY' _YX_

6x,z. 6zx

6.2 6.2

I0 10

aSS 11.8 11.8

_YZ*

5zy

3.6

70.7

70.8

TABLE IX.--ACCURACY OF SAMS TSH

USING SUNDSTRAND QA2000-030

ACCELEROMETERS

Gain

1

10

100

1000

Accuracy,

percent 198.6 #g

0.03

.03

.05

.42

Q

[]

II

Figure 1.--SAMS in middeck configuration (front panel).
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_zY Z

(a) External _iev/=w_ith axes definit_igDs,

C-90-06768

Sundstrand

QA2000

accelerometer

(3 typ.)

(b) Internal view,

Figure 2.--SAMS triaxial sensor head.
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C-90-11628

Figure 3.--Preamplifier card for Sundstrand QA2000-030
accelerometers.

Analog out/In

15-V power

Temperature
sensor power

-15-V power

Power common

Temperature out/In
Current self-test 1

Voltage self-test

Analog common

C!L_

L......... .5...;

_1_,i
1 pF T

C4 $ ,,..,,C5

11J.F _"- TO.1PF

C3

O.1 FF

A0

A1
W_
Digital common

Analog out

-15-V power

15-V power

Zero command

Power common

Temperature out

Figure 4._Schematic of preamplifier card (three per TSH).
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Figure 5.--Caiib£ati°n hardware at Sundstrand Data Control, Inc.
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F'lgure 6.--CaJibratlon temperature test points.
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Figure 7._Dlvidlng head angle deflnlt|ons.
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Figure 8.--Tree dlagrsm of error types.
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SAMS CALIBRATION TEST DATA

X AXIS MODEL DATA SI4EET

P/N 2

_TEMP ER_ATV__RE
("C)

T i 93.35

T 2 63.93

T 3 33.70

T 4 3.85

T 5 -26 18

T 6 -56 80

T 7 -26 13

T 8 367

T 9 34 15

TIO 63 91

TII 93 55

TI2 33 39

S/N 821 DATE 13-Aug-91 LOCAL g - 980,708 cm/sec =

8I.AS SCA_k( FACTOR TEMP SENSOR
(wg) (V/g) (WA)

-2782 9.61526 369.485

-2860 9.57637 339,455

-2963 9.54262 309,198

-3017 9.51450 279.432

-3016 9.49268 249.834
-2972 9.47932 219.802

-3002 9.49343 249.914

-2984 9.51608 279,355

-2936 9.54377 308,879

-2852 9.57644 338.545

-2781 9.61408 368.740

-2960 9.54127 307.867

COEFFICIENTS

(@293pA)
CONSTANT: 80= -2985

Ist ORDER: 81= 1,81

2rid ORDER: B2= 29.3E-03
3rd ORDER: B3= -99E-06

4th ORDER: 84= -177E-08

T_E.Mp_ER.__ATILRE RESI_J_('C)

T 1 93.35 -1

T 2 63.93 -4

T 3 33.70 -14

T 4 - 3.85 -12

T 5 -26,18 -9

T 6 -56.80 i

T 7 -26,13 5

T 8 3.67 20

T 9 34.15 14

TIO 63.91 8

TII 93.55 0

TI2 33.39 -8

_!_I_ 6

HYSTERESIS(p:_[L

TEMP: 63.92 6

TEMP: 33.93 24

TEMP: 3.76 30

TEMP:-26.15 12

COEFFICIENTS

CO : 9.527293
CI : 939.02E-06

C2 : 2969.9E-09

C3 : -7678E-12

C4 : 6265E-14

CQ_FFICIENTS
(e2o'c)

AO : 295.175

At : 0.99203

&_SIDUALS 8_S[IDUALS

(ppm) (_A)

7 0.59

-50 0.36

-67 0.40

-65 0.23

-47 0.09

4 -0.23

27 0.12

108 0.33

88 -0.37

70 -0.53

-i0 -0.36

-64 -0.62

2 -I .02

118

154

172

74

0.02
-0.09

0.55
0.25

050-2283-001 REV NEW

srzs

A FSCM NO.97896
i

DWG NO.

Figure 9.--Sundstrand data sheets.
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.l

PIN

SANS CALIBRATION TEST DATA
X AXIS.- 6 MODEL_ DATA _--_HEET

2 S/N 821 DATE

TEMPERAT_.ATV_RF_ 8XY
('c) _r_3-FS_)

T I 93.35 -158
T 2 63.93 -198
T 3 33.70 -218
T 4 3.85 -233
T 5 -26.18 -230
T 6 -56.80 -219
T 7 -26.13 -224
T 8 3.67 -179
T 9 34.15 -167
TIO 63.91 -144
Tll 93.55 -136
T12 33.39 -192

COEFFICIENTS
(@293_A)

CONSTANT: DO= -200
Ist ORDER: Ol: 0.65
2nd ORDER: D2: -1.3E-03
3rd ORDER: D3: -33E-06
4th ORDER: D4: 75E-08

TEMPERATURE RESIDUALS
('C) (_rad)

T I 93.35 -Ii
T 2 63.93 -26
T 3 33:70 -28
T 4 3.85 -24
T 5 -26.18 -5
T 6 -56.80 i
T 7 -26.13 2
T 8 3.67 30
T 9 34.15 23
TIO 63.91 28
TII 93.55 II
TI2 33.39 -!

HYSTEREGIS(p__p__

TEMP: 63.92 3!
TEMP: 33.93 33
TEMP= 3.76 43
TEMP:-26.15 0

13-Aug-91 LOCAL g - 980.708

_) TgM,P SENSOR(pA)

1023 369.485
1017 339.455
1002 309.198
I010 279.432
i010 249.834
I010 219.802
1028 249.914
1060 279.355
1070 308.879
1052 338.545
1026 368.740
1019 307.867

COEFFICIENTS
(@293_A)

EO : 1032 AO :
E1 : 0.13 A1 :
E2 : -3.1E-03
E3 : -2E-06
E4 : 4E-08

RESIDUALS RES_DDUALS
(prad) (pA)

-2 0.59
-15 0.36
-31 0.40
-20 0.23
-12 0.09

1 -0.23
7 0.12

30 0.33
36 -0.37
20 -0.53
i -0.36

-15 -0.62

16 -1.02

21 0.02
57 -0.09
43 0.55
15 0.25

050-2283-001 REV NEW

FSCM NO.97896

SCALF_NONE
m,

DWGNO.

i i

i

cm/sec =

Figure 9.---Contlnued.

COEFFICIENTS
(e2o'c)

295.175
0.99203
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4

P/N

_AM_
Y AXI_

TEMPER__AT_URE
("C)

T 1 93.13

T 2 63.59

T 3 33.39

T 4 3.63

T 5 -26.43

T 6 -56.95

T 7 -26.41

T 8 3.59

T 9 34.16

TIO 63.78

Tll 93.51

TI2 33.58

CALIBRATION TEST DATA

MODEL DATA _3_I-I E ET

S/N 821 DATE 13-Aug-91 LOCAL g - 980.708

BIAS _CALE FACTOR T_MP SENSOR
(pg) (V/g) (WA)

680 10.43232

989 10.38549

1007 10.34410

1016 I0.30858

1080 10.28027

1179 10.26197

1097 10.28160

1058 10.31172

1045 10.34630

1005 L0.38_09

-279 10.43114

1005 10.34297

_QEFFICIENTS

(@293pA)

CONSTANT: BO= 1020

Ist ORDER: 81= 1.12

2nd ORDER: B2= 41.2E-03

3rd ORDER: 83= -1253E-06

4th ORDER: B4: -1643E-08

TEMPERATURE

("c)

T i 93.13 483

T 2 63.59 29

T 3 33.39 -35

T 4 3.63 1

T 5 -26.43 -17

T 6 -56.95 2

T 7 -26.41 1

T 8 3.59 43

T 9 34.16 3

TIO 63.78 39

TII 93.51 -514

TI2 33.58 -35

TEMP: 63.68 I0

TEMP= 33.77 38

TEMP= 3.61 43

TEMPz-26.42 18

370.072

339.366

308.773

278.756

248.765

218 767

248 904

279 213

308 854

338 718

369 209

307 859

COEFFICIENTS

(@293pA)

CO : 10.325714

C1 : 1174.37E-06

C2 : 3104.8E-09

C3 : -i0215E-12

C4 = 6913E-14

RESIDUALS RESIDUALS R_SIDUAL_

(pg) (ppm) (pA)

AO

AI

-11 0.75

-63 0.33

-85 0.35

-i04 0.16

-7o -0.05
5 -0.18

48 0.07

153 0.66

118 -0.34

84 -0.51

8 -0.50

-83 -0.75

2 -i . i0

145

201

256

117

0.14

0.04

0.99
0.36

050-2283-001 REV NEW

FSCM NO.

97896

Figure 9.--Continued.

cm/s_c 2

COEFFICIENTS

(@20"C)

= 294.958

= 1.00269
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OWG NO.

.)

SAMS CALIBRATION

Y AXIS _ MODEL

P/N 2 8/N 821 DATE 13-Aug-91

TEMPERATURE _ _YZ

(°C) (_rad) (prad)

T i 93.13 211 547

T 2 63.59 225 549

T 3 33.39 292 543

T 4 3.63 332 540

T 5 -26.43 334 524

T 6 -56.95 318 521

T 7 -26.41 303 544

T 8 3.59 254 544

T 9 34.16 209 569

TI0 63.78 156 591

TII 93.51 291 633

TI2 33.58 234 646

COEFFICIENTS

(m293.A)
CONSTANT: DO= 273 E0 =

Ist ORDER: DI: -1.86 El :
2nd ORDER: D2: -13.5E-03 E2 =
3rd ORDER: D3: 240E-06 E3 =

4th ORDER: D4= 262E-08 E4 =

TEST
DATA

LOCAL

E)ATA
SF]EET

g - 980.708 cm/sec=

TEMP SENSOR

(_A)

370.072

339.366

308.773

278.756

248.765

218.767

248.904

279.213

308.854

338.718

369.209

307.859

COEFFICIENTS

(@293_A)

568

0.68

-11.1E-03

-48E-06
157E-08

TEMPERATURE RESIDUALS RESIDUALS RESIDUALS

(*C) (prad) (prad) (gA)

T I 93.13 -41 -41 0.75

T 2 63.59 31 -30 0.33

T 3 33.39 50 -33 0.35

T 4 3.63 36 -16 0.16

T 5 -26.43 16 -3 -0.05

T 6 -56.95 -0 -3 -0.18

T 7 -26.41 -15 17 0.07

T 8 3.59 -41 -14 0.66
T 9 34.16 -32 -7 -0.34

TIO 63.78 -39 13 -0.51

Tll 93.51 43 46 -0.50

TI2 33.58 -9 70 -0.75

-60 103 -I.i0

COEFFICIENT_
(@20"C)

AO = 294.958
AI : 1.00269

H_YST ER ES ES _D._PJ_L:

TEMP: 63.68 -17 -49 0.14

TEMP: 33.77 -43 -43 0.04

TEMP: 3.61 -51 -43 0.99
TEMP=-26.42 -18 -3 0.36

050-2283-001 REV NEW

S_E

A FSCM NO.97896

DWG NO.

Rgure 9.--ConUnued.
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P/N 2 S/N 821 OATE 13-Aug-gl

TEMPERATURE BIAS _CAbE FACTOR
('C) (.g) (V/g)

T 1 93.29

T 2 63.78
T 3 33.58

T 4 3.78

T 5 -26.27
T 6 -56.86

T 7 -26 25

T 8 3 67

T 9 34 16
TIO 63 85

Tll 93 56

T12 33 48

-727 9.72804

-826 9.69242
-993 9.66094

-1086 9.63511

-1152 9.61575

-I194 9.60585

-1156 9.61668

-I093 9.63690

-]007 9.66150

-849 9.69176

-727 9.72673

-1005 9.65938

CONSTANT: BO=

1st ORDER: 81:
2nd ORDER: 82=
3rd ORDER: B3=

4th ORDER: B4:

TEMPERATURE RESIDUALS

('c) (_g)

T 1 93.29 -2
T 2 63.78 13

T 3 33.58 -0

T 4 3.78 13

T 5 -26.27 -3
T 6 -56.86 2

T 7 -26.25 -7
T 8 3.67 7

T 9 34.16 -13

TIO 63.85 -4

TII 93.56 0

TI2 33.48 -6

_H__/LET_L -5

HYSTERESIS(DTp_)_

TEMP= 63.81 -13

TEMP= 33.87 -9

TEMP= 3.72 -4
TEMP=-26.26 -3

COEFFICIENT_
(e293.A)
-I059 CO =

3.48 Cl :

36.0E-03 C2 :
-60E-06 03 :

-342E-08 C4 =

RESIDUALS

(ppm)

-2

-14

-53

-60

-61

6

31

122

51

43

-4

-59

-6

61

108

184

94

LOCAL g - 980.708

TEMP SENSOR

(wA)

370.298

340.040

309.473

279.425

249.69i

219.685

249.775

279.491

309.005
338.929

369.273

307.869

COEFFICIENTS

(@293pA)

9.646668 AO :
851.13E-06 A1 =

2943.6E-09

-9520E-12

6739E-14

RESIDUALS

(pA)

0.72

0.63

0.56

0.23
0.07

-0.23
0.13

0.41

-0.48

-0.54

-0.58

-0._3

-I .49

0.15

-0.05

0.84

0.40

050-2283-001 REV NEW

FSCM NO.

97896

OWG NO,

cm/sec 2

Figure 9.--Contlnued.

COEFFICIENTS

(@20"C)

295.318

0.99757
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$AM$ CALIBRATION I-EST [)_-_TA

P/N 2 S/N 821 DATE 13-Aug-91 LOCAL g - 980.708 crn/sec=

TM_F_ R A TS.A/._U__8_ _ 6ZY TI_MP S_NS_

("C) (prad) (wrad) (pA)

T 1 93.29 -799 589 370,298

T 2 63.?8 -825 594 340.040

T 3 33.58 -833 635 309.473

T 4 3.78 -815 651 279.425

T 5 -26.27 -795 677 249.691

T 6 -56.86 -752 696 219.685

T 7 -26.25 -815 649 249.775

T 8 3.67 -821 617 279.491

T 9 34.16 -848 574 309.005

TIO 63.85 -854 534 338.929

TII 93.56 -847 503 369.273

TI2 33.48 -883 535 307.869

COEFFICIENTS COEFFICIENTS

(@293pA) (@293pA)
CONSTANT: DO: -840 EO : 606

Ist ORDER: DI= -0.58 El = -1.35

2nd ORDER: D2: 8.8E-03 E2 = 4.7E-03
3rd ORDER: D3 = 20E-06 E3 = 65E-06

4th ORDER: O4: 6E-08 E4 : -35E-08

TEMPERATURE RESIDUALS RESIDUALS

('C) (prad) (Mrad)

RESIDUALS

(pA)

COEFFICIENTS

(@20"C)
AO = 295.318

A1 = 0.99757

T I 93.29

T 2 63 78

T 3 33 58

T 4 3 78

T 5 -26 27

T 6 -56 86

T 7 -26 25

T 8 3 67
T 9 34.16

TIO 63.85

TII 93.56

TI2 33.48

22 41 0.72

21 36 0.63

14 49 0.56

15 26 0.23

3 I0 0.07

2 1 -0,23

-15 -18 0.13

9 -8 0.41

-I -13 -0.48

-8 -26 -0.54

-25 -46 -0.58

-37 -53 -0.93

S_H.!EZ2 -50 -102 -1.49

H YS!E_R E__S._I_S(p-.p) :_

TEMP= 63,81 16 29 0.15

TEMP: 33.87 19 7 -0.05

TEMP= 3.72 17 12 0.84

TEMP=-26.26 -6 -6 0.40

050-2'2;5..'.:-00 _. :_E'.,' r4EW

SIZE
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ii

SCALE: NONE

ii
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-D

SAI_S CAI_ IBF_ATION TEST DATA

:_: AXIS HG MODEL IZ)A TA S[_ E E-r

P/N 2

TEMPERATURE

("c)

T 1 92.20

T 2 63.92

T 3 34.26

T 4 4.73

T 5 -24.91

T 6 -55.40

T 7 -24.91

T 8 4.26

T 9 33.98

TIO 63.26
TII 92.11

TI2 33.19

CONSTANT: FO:

Ist ORDER: FI=

2nd ORDER: F2:

3rd ORDER: F3:

4th ORDER: F4:

S/N 821 DATE 13-Aug-91 LOCAL g -

AIO AZO0 AIO00

(v/g) (v/g) (v/g)

96.21752 960.9204 9506.571
95.74531 957.2482 9501.439

95.41526 954.0152 9527.755
95.14110 951.3787 9531.342

94.92731 949.2589 9521.534

94.79139 947.9272 9554.055

94.92801 949.2697 9544.074

95.13806 951.3587 9538.840

95.41004 953.9897 9542.101

95.73272 957.2601 9583.556
96.10727 960,9093 9597.!6:

95.39945 953.7158 9517.283

COEFFICIENTS

(@293_A}

95.25759

914.74E-05

2993.1E-08

-7245E-II

4942E-13

COEFFICIENTS

(@293#A)

GO= 952.4604
GI= 891.78E-04

G2: 3335.6E-07

G3: -5480E-I0

G4: -766E-12

AMP#_FIER BIAS

980.708 cm/sec 2

TEMP SENSOR

(_A)

369.490

339.642

309.364

279.586

250.096

219.936

250.132

279.341

308.958

338.711

3_8.£19

307.777

COEFFICISNTS
(@293UA)

HO: 9529.936

HI: 92.588E-03
H2: 4513.1E-06

Hi= -20712E-09

H4: -8436E-11

TEMPEEAT_T_V_B.F_ A_O AIO0 AIO00 TEMP SENSOR
('C) (.g) (.g) (.g) (_A)

m _ 92.20 -33 -34 -34

T 2 63.92 -31 -31 -31

T 3 34.26 _37 -38 -37

T 4 4.73 -54 -57 -56

T 5 -24.91 -92 -98 -98

T 6 -55.40 -162 -174 -173
T 7 -24.91 -95 -102 -101

T 8 4.16 -60 -63 -62

T 9 33.98 -43 -44 -44

TIO 63.26 -35 -36 -35

TII 92.11 -35 -36 -36

TI2 33.19 -40 -41 -41

369.490

339 642

309 364

279 586

250 096

219 936

250 132

279 341

308 958

338 711

368 819

307 777

050-2283-001 REV NEW

FSCM NO.

97896

DWG NO.

Figure 9.--Continued.
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DWGNO.

4

121t_4 2

_; ,r_ hl _,_ C: (h |.... T ;!'!_ F< (:'-_ -I" I O [4

"( {'_ >':i 3[ I!_ II"II (:; Id LD C) _ I ..

S/M 821 D._TE " 13-Aug-Si LOCAL g - o_O. 703 cm/sec 2

TEM PE8AT__U&F.
¢C)

T 1 92.84

T 2 64.15

T 3 34.24

T 4 4.56

T 5 -25.21

T 6 -55.83
T 7 -25.20

T 8 4.09
T 9 34.05

T]O 63.57

TII 92.72

T12 35.20

CONSTANT: FO=

1st ORDER: FI:

2nd ORDER: F2=
3rd ORDER: F3=

4th ORDER: F4:

AIO AIO0

(v/g) (v/g)

104.26527 1082.1871

103.83624 1078.1265
103.43105 1074.0503

103.08337 1070.3923

102.80185 1067.2977
102.60952 1065.3016

102.80242 ]067.577_
103.07989 1070.3639

103.42605 1074.2139

103.82063 1078.3624

104.26667 1082.8825

105.40987 1073.8433

COEFFICIENTS

(e2S_A)
103.23374

I154.34E-05

3098.7E-08

-I0734E-II

5331E-13

._EIO00
(v/g)

i0057.033

10200.212

10215.418

10212.462

10191.721

10224.388

10187.963

10196.660

10316.563

10343.574

10371.029

10338.857

COEFFICIENTS

(@293_A)

GO= 1072.0186

Gi: 1243.31E-04

G2= 2904.2E-07
G3: -18553E-10

G4= 4586E-12

TM__USOR
(_A)

369.673

339.895

309.339

279.364

249 626

219 175

249 695

279 176

309 049

339 011

369 001

307 746

COEFFICIENTS

(@293uA)

HO= 10251.163

HI= 1904.617E-03

H2= -I0937.7E-06

HS= -360359E-09

H4= I06445E-II

TEMPERATURE

('C)

T i 92,_4

T 2 64.15

T 3 34.24

T 4 4.56

T 5 -25.21

T 6 -55.83

T 7 -25.20

T 8 4.O9

T 9 34.05
TLO 63.57

Ti! q2.72

TI2 33.20

AMPLIFIER BIAS

AIO AiO0 AiO00

(.g) (ug) (Pg)

-65 -195 -77

-55 -76 -60

-47 -67 -50

-45 -64 -47
-50 -73 -53

-65 -91 -70

-52 -78 -56

-50 -71 -53

-52 -60 -55

-57 -69 -61

-67 -71 -71

-46 -46 -48

T{MR SENSOR

(pA)

369.673

339.895

309.339

279.364

249.626

219.175

249.695

279.176

309.049

339.011

369.001

307.746

050-2283-001 REV NEW
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P/N 2

T__[M__PERAT .UR [.
("c)

T 1 93.15
T 2 63.83

T 3 33 52

T 4 369
T 5 -26 32

T 6 -56 89
T 7 -28 23

T 8 353

T 9 34.16

TIO 63.86
Tit 9,5.41

TI2 33.40

CONSTANT: FO=
1st ORDER: FI=

2nd ORDER: F2=

3rd ORDER: F3=
4th ORDER: F4=

TEMPERATURE

('c)

1 93 15

2 63 83

3 33 52
4 3 69

5 -26 32

6 -56 89
T 7 -28 23

T 8 3 53
T 9 34 16
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